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Introduction
The Interpretation of the measured, very weak mag-
netic fields generated by the electrically active organs
requires special numerical techniques for localization
and reconstruction of the sources. The state-of-the-art
of the development of such methods is defined by in-
verse solution techniques which can reconstruct
equivalent dipolar sources within more or less realisti-
cally shaped volume conductors. Due to the non-
uniqueness of the inverse problem, source reconstruc-
tion is only possible under restricted conditions re-
garding volume conductors and sources. The use of
physical phantoms might be helpful to validate the
known inverse methods, to improve them or to develop
a new one. In addition it is useful to perform magnetic
and eleclrical measurements with physical phantoms
under well-defined conditions to validate the models
and to calibrate the measuring Systems.
One advantage of physical phantom measurements
over pure Simulation studies, is that the former take
into account real world influences such äs environ-
mental noise and 3-D positioning errors, thus providing
an error estimation of the entire source reconstruction
procedure. Current topics of research in bioelectro-
magnetism are algorithms for reconstruction of ex-
tended current sources by solving the inverse problem.
The phantoms enables us to perform studies for testing
different measuring Systems and validating the local-
ization algorithms.
In this paper we present an overview of the four differ-
ent phantom models, conductivity comparlments and
five source modules developed in our group within the
last three years. The phantoms were filled during
measurements with NaCl solution. A special polymer
membrane was used to model different conductive
compartments in the thorax. The simplest source model
is the current dipole which is a good approximation for
focal sources. We developed five special source mod-
ules, that can be interchangeably fixed on a ground
plate at a defined position at the interior back of the
thorax phantom or in the head model. Four of the
source modules consist of a set of multiple dipoles.
The other module consists of an· extended current
source (butterfly source model) with variable position
and orientation.
Magnetic Resonance Images (MRI) data of the physi-
cal phantom models were used to obtain geometric
description of the volume conductor for the Boundary
Element Method (BEM).
Tank model
We developed a tank model (340 mm, 310 mm,
190 mm) with octagonal cross section for basic studies.
It consists of glass and has a plastic ground plate with
holes for fixing several configurations of sources, in-
homogencities and electrodes for measuring the elec-
trical potentials in space (Fig. 1).
Figure I: The tank model for basic biomagnetic and
hioelectric measurements
We used the tank model for testing of our seif designed
extended sources and inhomogeneities. An extended
current source model was realized by contacting the
ends of twisted cooper wires with two thin rectangular
plates of platin which were electrically isolated by a
plastic cover. Another extended current source model
was realized by creating a dipole array with 12 dipoles
(Fig. 2).
Figure 2: Modules with extended sources. butteifly
source (left) and dipole array (right)
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Figure 3: Magnetic field pattern generated by ihe ex-
tended source in the tank model measured with the
31-channel Philips SQUID System at the Biomagnetic
Center Jena superimposing the 6 sensor positions and
the butterfly source model
100 100 200
Figure 4: Electrical potentiell field measured 5 mm
above the source plane
As an example the measurements of the butterfly
source in the tank model are shown in Fig. 3 and
Fig. 4. Measurements of the magnetic field (about 9 cm
above the current source, Fig. 3) and of the electrical
Potential field in planes at different heights above the
source (Fig. 4 shows the potential field in a distance of
5 mm to the source) confirm the expecting that the
current is almost homogeneously distributed over the
platin plates, i.e. this is really an extended source
model [1]. Further, we used the butterfly source model
in the reaüstic thorax phantom and in the head model
for testing and validating the distributed source recon-
struction algorithms [2].
Thorax phantom
•
The second model is a realistically shaped thorax
phantom including 138 surface electrodes (Ag/AgCl)
to perform magnetic field mapping (MFM) and body
surface potential mapping (BSPM) simultaneously äs
well äs to separate magnetic and electrical studies
(Fig. 5).
Figure 5: The physical thorax phantom and the inho-
mogeneous BEM model
The phantom was modeled with epoxy resin by repro-
ducing the body surface of an young adult man. The
relatively large filling neck allows the use of different
biomagnetic sources and compartments having differ-
ent conductivity's. A fastening installed on the back of
the phantom enables easy and accurate Installation and
exchange of modules carrying different sources and
inhomogeneities, respectively. The cables for the di-
pole sources can easily be inserted through the opening
in the phantom. The firm Installation of 138 electrodes
(Ag/AgCl) enables a simultaneous recording of the
electric field on the body surface for both the ECG
(electrocardiogram) and the BSPM (Body Surface Po-
tential Mapping). In order to obtain a representative
result, we followed the NEMY-standard (Non-invasive
Evaluation of the MYocardium) [3] with the Installa-
tion of 120 electrodes.
The artificial lungs were modeled äs two cylinders
(Fig. 6). The cylinders consist of a plastic rack, and
four circular and two rectangular ionic exchange-
membranes. The membranes were fixed on the plastic
rack to separate the compartments having different
conductivity's. Partial compartments of different con-
ductivity's were established by filling the artificial lung
with varying NaCl concentrations [4]. In order to as-
sess the influence of the membrane itself, we compared
two measurement series, homogeneous torso without
lung membranes and homogeneous torso with lung
membranes, filled with the same NaCI concentration.
Between these series we found mean localization dif-
ferences for the longitudinal oriented dipoles of
0.025 mm and for the transversal oriented dipoles of
0.348 mm, respectively. This demonstrates that the
membrane allows free ionic current flow while keeping
the conductivity differences in the compartments.
Biomedizinische Technik - Band 44 - Ergänzungsband 2 -1999 185Bereitgestellt von | Technische Universität IlmenauAngemeldet
Heruntergeladen am | 31.07.19 16:31
Figur e 6: The plastic rackfor t he arlificial lungs
Two dipole orientations were selected at seven differ-
ent positions (depth): the first orientalion longitudinal
(craniocaudal) and the second orientation transversal
(from right to left). Our main finding was that the accu-
racy of an estimated source location suffers from the
inadequate modeling of the volume conductor, when
the arlificial lungs were not taken into account for
modeling. In those cases both the calculated source
location and calculated source strength were misesti-
mated. Mislocalizations of up to 16 mm and wrong
dipole strengths of up to 52 % were obtained. The cal-
culations with the one compartment BEM model of
combined MCG/ECG measurements for longitudinal
oriented dipoles showed a larger localization error in
depth than for transversal oriented dipoles, äs the cal-
culated longitudinal oriented dipole positions were too
deep. The main error of the calculated moments is in
the direction from the orientation of the dipole. The
longitudinal oriented dipoles were too strong, and the
transversal oriented dipoles were calculated too weak.
We found that the dipole localization error and the cal-
culated dipole strength error did not significantly de-
pend on the dipole depth for longitudinal orientation,
but for transversal orientation. The comparison of the
maximum and minimum values of the magnetic field
with and without artificial lungs for the transversal
oriented dipoles shows an obvious influence from the
artificial lungs. However, for the longitudinal oriented
dipoles no such influence was observed. Also, for the
electric potentials no such influence was observed.
Additionally we checked the correlation coefficients
between magnetic fields and electric potentials with
and without artificial lungs. No influence of the artifi-
cial lungs was found for the correlation coefficient.
But the comparison of the maximum and minimum
values of the magnetic fields with and without artificial
lungs from the transversal oriented dipoles shows an
obvious influence from the artificial lungs. For the
magnetic fields from the longitudinal oriented dipoles
and for all electric data no such trend was observed.
For a longitudinal oriented dipole a serious mislocali-
zation in deplh was found when omitting the artificial
lungs in the BEM model. The dipole was localized on
average 11.6 mm deeper than the actual dipole posi-
tion. For both the transversal and the longitudinal ori-
ented dipoles, the dipole strength deviates approxi-
mately 34 % when omitting the artificial lungs [4J.
Spherical model
The third phantom is a spherical model with a diameter
of 67 mm to characterize the minimum distance reso-
lution between two dipole sources and validate the
localization algorithms used in basic research of neu-
ronal processes in animals. The volume conductor con-
sists of two Perspex hemispheres. A special adjustment
unit enables us to arrange two or more dipolar sources
within 0.1 mm scale.
Figure 7: The spherical model with the special adjust-
unit (left) and the BEM model (right)
For the verification of the single dipole localization
algorithms we used the 31 channel Philips SQUID
System. After the entire biomagnetic localization pro-
cedure (positioning the model, MCG measuring, cre-
ating BEM model from MRI) and by using the Simplex
and Levenberg-Marquardt algorithm in the inverse
calculations the localization error was less then l mm.
For the investigation of the spatiotemporal organiza-
tion of neuronal processes in animals with the Magne-
toencephalographie (MEG), a high temporal resolution
(ms) äs well äs a reasonable spatial resolution of about
l mm is necessary. We used the spherical model in
order to determine the error for the localization of a
single dipole and the resolution of multiple dipoles [5].
The investigation of a 16-channel-Micro-SQUID-
MEG-system with a current dipole orientated tangen-
tial to the phantom surface produced the following
spatial errors (x, y - horizontal plane, z - depth): sys-
tematic localization error ex = 1.16 to 1.67 mm,
ey = -1.01 to -1.28 mm, ez = -5.22 lo -7.64 mm, Stan-
dard deviation of the single measurements perpen-
dicular to the dipole-axis s^ = 0.05 to 0.22 mm, along
to this axis sa)üng = 0.20 to 1.73 mm, in the depth
sz = 0. 17 to 3. 17 mm. The "goodness of fit" was better
95 %. The Separation of two dipoles was still possible
for parallel dipoles with a distance of dpanij|ei = 0.03 mm
and for those perpendicular orientated to each other
with a distance of d = 0. 1 0 mm. The source local-
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ization from the measured magnetic fields has been
done by an algorithm of spatial filtering.
Head model
The fourth phantom is a head model consisting of a
plastic cylinder with a rounded top for testing helmet
Systems (200 mm high, 115 mm diameter). The ground
plate is designed in a way that the source modules of
the thorax phantom can be used also in the head phan-
tom.
Figure 8: The head model with a 8 dipole source mod-
ule
This very recent development is now ready to be used
in different helmet Systems. The production of some
copies of this model is planed.
Discussion
We realized a new physical model of an extended cur-
rent source which can be used for both biomagnetic
and bioelectric studies. Measurements of the magnetic
field and the electrical potential field generated by this
current source have clearly shown that this model can
be used äs an extended source model and hence, can be
utilized for validating Computer Simulation methods.
Based on the results with the sphere model we con-
clude the MEG-system is able to achieve a resolution
to investigate neuronal microstructures. The detected
spatial errors could be related to positioning of the sen-
sors in the cryostat vessel äs well äs external low fre-
quency noise.
The ionic exchange-membrane does not disturb the
free ionic current flow within the volume conductor.
Thus, we conclude that the ionic exchange-membrane
is well-suited for the construclion of conductivity com-
partments in physical phantoms.
There are certain limitations in the application of our
results to real patient data. First, our inhomogeneity
modeling is restricted to cylinders, whereas the lungs
are of complex shape. Second, in reality, dipoles usu-
ally are not longitudinal or transversal orientated. Thus,
we believe that omission of the lungs in the forward
model will result in a mixture of the different effects
on the errors observed in this study. In other words,
one would observe a certain inslability of the inverse
algorithm, where single localization results are not
predictable. Nevertheless, this study gives an estimate
of the order of the error in the source localization pro-
cedure.
The described physical phantoms has proved to be
suitable for estimating the accuracy of biomagnetic
measuring Systems.
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